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[57] ABSTRACT 

A method and apparatus are provided for acousto- 
phoresis, i.e., the separation of species via acoustic 
waves. An ultrasonic transducer applies an acoustic 
wave to one end of a sample container containing at 
least two species having different acoustic absorptions. 
The wave has a frequency tuned to or harmonized with 
the point of resonance of the species to be separated. 
This wave causes the species to be driven to an opposite 
end of the sample container for removal. A second 
ultrasonic transducer may be provided to apply a sec- 
ond, oppositely directed acoustic wave to prevent un- 
desired streaming. In addition, a radio frequency tuned 
to the mechanical resonance and coupled with a mag- 
netic field can serve to identify a species in a medium 
comprising species with similar absorption coefficients, 
whereby an acoustic wave having a frequency corre- 
sponding to this gyrational rate can then be applied to 
sweep the identified species to one end of the container 
for removal. 

14 Gaims, 4 Drawing Sheets 
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ACOUSTOPHORESIS METHOD AND 
APPARATUS 

ORIGIN OF THE INVENTION 5 

The invention described herein was made by an em- 
ployee of the United States Government and may be 
manufactured and used by or for the Government for 
governmental purposes without the payment of any 
royalties thereon or therefor. 10 

BACKGROUND OF THE INVENTION 

1. Technical Field of the Invention 

The invention relates to the field of chemical separa- 
tion and more particularly to a method and apparatus 15 
for acoustophoresis, i.e., the separation of species via 
acoustic waves. 

2. Description of the Related Art 

Prior methods of species separation depend for the 
most part on gravity, with the separation depending on 20 
material density. Artificially high gravity gradients 
achieved by centrifuging can separate very small differ- 
ences in density. Solubility, freezing, and boiling are 
also processes for separation, with each depending on a 
specific physical/chemical property to achieve the sep- 25 
aration. Another process is electrophoresis, which pro- 
duces a chemical separation based on the interaction of 
the species with an electric field. Each of these methods 
is unable to separate species with similar separation 
properties key for the particular method. Freezing and 30 
boiling separation may also damage the chemical or 
solid species or change their properties. In addition, 
high gravity techniques are expensive and rather com- 
plex. 

Prior separation techniques involving acoustic or 35 
sonic energy have relied on either intense acoustic 
standing waves and associated migration or direct re- 
flection related forces at planar interferences, not acous- 
tic absorption or radiation pressure characteristics. 

OBJECTS OF THE INVENTION 40 

It is accordingly an object of the present invention to 
provide a method and apparatus to separate liquids or 
suspended solids based on such acoustic property ab- 
sorption coefficients and mechanical resonance. 45 

It is another object of the present invention to sepa- 
rate species having different acoustic properties. 

It is a further object of the present invention to sepa- 
rate species having similar acoustic properties. 

Other objects and advantages are apparent from the 50 
following specification. 

SUMMARY OF THE INVENTION 

The forgoing and additional objects are obtained by a 
method and apparatus for chemical separation based on 55 
acoustic absorption scattering and nonlinear properties 
according to the present invention. This method is here- 
inafter denoted as acoustophoresis. 

An ultrasonic transducer applies an acoustic wave to 
one end of a sample container containing various spe- 60 
cies having different absorption coefficients. The fre- 
quency of this wave is tuned to or harmonized with the 
point of resonance of the species to be separated, 
whereby the species is moved toward an opposite end 
of the container for removal. A second transducer may 65 
be provided at this other end to direct a second acoustic 
wave having a different frequency and amplitude to 
prevent streaming of another species having acoustic 
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properties similar to the species to be separated. If these 
properties are very similar, a radio frequency may be 
applied to the sample container to excite the dipolar 
field of the species to be separated. A magnetic field is 
then cross-coupled to the radio field to cause this spe- 
cies to rotate with a specific gyrotational rate, thereby 
“tagging” this species for an applied acoustic wave 
having a frequency corresponding to this gyration rate 
and which sweeps the species for removal. 

This device provides a novel separation technique 
capable of differentiating species by their acoustic prop- 
erties of acoustic absorption, scattering and radiation 
stress. 

DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a block diagram of an acoustophoresis appa- 
ratus in accordance with a preferred embodiment of the 
invention; 

FIG. 2 is a graph showing the relationship between 
the acoustic absorption and the applied frequency for 
particular species; 

FIG. 3 is a block diagram of another embodiment of 
the present invention having a reflector and a settling 
chamber; and 

FIG. 4 illustrates the operation of a secondary cou- 
pling mechanism according to the present invention. 

DETAILED DESCRIPTION OF THE 
INVENTION 

The theoretical basis of the radiation pressure is dis- 
cussed first. The radiation pressure P ra tf is given by: 

Prad=m^R)/Vx-{\~-R\\-a)/V2)] (1) 

where Ii is the incident acoustic intensity equal to the 
power transmitted per second through a unit area in 
region 1, R is the reflection coefficient for intensities 
defined as: 

R = {(m— l)/m-r l)} 2 where m=Zi/Z\ and Z=pV, (2) 

p is the density, V is the acoustic velocity, a is the 
acoustic absorption, and the subscripts 1,2 refer to the 
initial and later medium, if different. 

Equation (1) results in the following generalizations: 

(a) if the wave is totally reflected by medium 2, then the 
radiation pressure is: 

/W=2/]/Pi; or Prad—lEi, where E is the energy 
density I/V; (3) 

(b) if the wave is totally absorbed by medium 2, then 
the radiation pressure is: 

Pmd=h/V\\ or Prad=Ey, and (4) 

(c) if there is zero reflection and absorption, then: 

Prad^h/Vx-h/Vx or Prt-E\-E* (5) 

the difference in energy density in the two regions. The 
energy per unit volume is: 

E=no>pVfX ( 6 ) 

where co is the acoustic frequency, p is the density of the 
material, £ is the particle displacement, and X is the 
acoustic wavelength. 
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Any of the above parameters can alter the acoustic 
energy density. The energy density thus depends not 
only on the stimulus, but also on physical properties of 
the propagation material. 

The present invention uses acoustic physical proper- 5 
ties as a separation mechanism and employs a differen- 
tial separation process based on the frequency depen- 
dent propagation processes. As an ultrasonic wave 
passes through a medium, it carries energy and momen- 
tum. The loss of energy by the wave results in a transfer 10 
of momentum to the substance that absorbs the energy. 
For example, since molecular chains absorb ultrasonic 
energy through mechanisms such as resonance relax- 
ation, the force on these chains depends on the fre- 
quency of the acoustics. Therefore, by selecting a spe- 15 
cific frequency, one can “tune in” to a select physical 
property of the species, i.e., acoustic absorption, and 
separate chemical species with different acoustic ab- 
sorption coefficients that may be impossible to separate 
by other means. This specific frequency is selected by 20 
tuning the frequency to the particular point of reso- 
nance a x of the species to be separated, as shown in 
FIG. 2. When a^>>ai, the resulting radiation pres- 
sure p x from the tuned frequency a> x will move the 
species x since p x >>pv The frequency of the acoustic 25 
wave can also be harmonized with the mechanical reso- 
nance. 

For particulate separation, the choice of acoustic 
wavelength will change the acoustic scattering process 
and thus the force imparted to the suspended particles. 30 
As the frequency is increased in quantitized increments 
from low to high, the large particles will scatter first, 
followed by the smaller particles. The larger suspended 
particles will be swept from the liquid first by the trans- 
ferred momentum. 35 

Turning now to FIG. 1 showing a preferred embodi- 
ment, a feed source 10 stores a quantity of a supply 
medium 11 to be separated, in this instance a suitable 
liquid comprising species having different absorption 
coefficients. Supply medium is fed into a separation 40 
sample container 12 through conduit 13. An ultrasonic 
transducer source 14 is located on a first wall 1 2a of 
container 12. This transducer source 14 is connected to 
an ultrasonic driver 15 which sends an ultrasonic wave 
into the supply medium 11, thereby producing a radia- 45 
tion drag on the various species in the liquid determined 
by their respective absorption of the acoustic wave. 
Those species with small absorption coefficients will 
experience a smaller force than the highly absorbent 
species. The resulting interaction of the species causes a 50 
separation of species based on the absorption or scatter- 
ing of the acoustic wave. If the frequency of this wave 
is equal to or harmonized with the point of resonance of 
a species to be separated, then this species will be 
moved toward the opposing wall 12 b. 55 

The sequentially separated species a, b, c, d are re- 
moved by a pump separator 16 having respective stor- 
age compartments ca,cb,cc,cd which receive the re- 
spective separated species. The depicted location and 
number of the storage compartments in the pump mech- 60 
anism is of course by way of example only and is a 
matter of design choice for the particular application. In 
addition, any conventional removal system or method 
may be employed. To prevent mixing, a separated spe- 
cies is removed and then a subsequent species separated 65 
and driven to the opposite wall 12 b by changing the 
frequency of the acoustic wave to match the point of 
resonance of this subsequent species. 
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If the respective absorption coefficients of the differ- 
ing species are nearly equal, then acoustic streaming 
may mix the liquid and therefore prevent separation by 
this method. To minimize this undesirable effect, a sec- 
ond transducer 17 is provided which is driven by an 
anti-streaming device 18 to produce a second acoustic 
wave. This second acoustic wave can be tuned to a 
different frequency and a different amplitude than the 
first wave to produce a high resolution “shearing” of 
the liquid into its separate species. This second acoustic 
wave serves to exert a counter-force in the direction of 
wall 12 a against the second species which would other- 
wise be moved toward wall 12 b along with the selected 
species moved by the first acoustic wave generated by 
the first transducer 14, whereby the second species is in 
effect braked. 

The acoustophoresis concept can utilize not only 
bulk compressional waves, but also surface waves or 
boundary waves between a solid (or liquid) container 
wall and the subject liquid. The free surface of the sub- 
ject liquid acts as a wave guide containing the input of 
acoustic energy. 

In a different embodiment of the device, the opposing 
wall 126 of the container 12 can be acoustically absorb- 
ing so as to prevent a backward propagating wave 
caused by excessive sound pressure. Also, as shown in. 
FIG. 3, a reflector 20 may be located at angeled oppos- 
ing wall 12c and set at an angle to the wave propagation 
direction, whereby the wave is reflected out of the 
sample chamber 12 into a settling chamber 22 to capture 
the separated species as well as the acoustic wave. The 
separated species is then removed by a pump separator 
16 or by any other conventional method. Multiple re- 
flectors and chambers may be employed so that a com- 
pact member is formed whereby the chambers are 
stacked one upon another to save space in the length- 
wise direction, i.e., from wall 12 a to 12c. For high vis- 
cosity liquids, shear acoustic waves may also be used for 
the driving energy. 

There are some applications of separation which 
require differentiation of specific molecular species 
beyond the innate acoustic properties of absorption or 
scattering, such as when the species have similar ab- 
sorption coefficients. For these species, a mechanism of 
specificity is achieved by coupling energy to the species 
in question through externally applied fields as shown in 
FIG. 4. 

For example, an alternating radio frequency (RF) 
field can be tuned to a mechanical resonance of the 
species to be separated via RF signal generator 20. This 
field will oscillate the dipolar field of the selected one of 
the molecular species. Next, a magnetic field is pro- 
duced by conventional magnetic field generator 21 and 
is crossed or coupled perpendicularly with the RF field, 
causing the molecules of this selected species to spin at 
a specific gyrational rate. The net result is that the 
pXVx/3 force, where p is charge, V is the velocity, 
and 0 is the magnetic field, is tuned to a frequency 
accessible to the acoustic interaction. This rotational 
motion “tags” the species and allows the acoustic wave 
applied by transducer 14 and having a frequency corre- 
sponding to this rate of gyration to sweep this tagged 
species toward the opposite end 126 of the sample con- 
tainer for removal as discussed above. The acoustic 
wave applied at this frequency will interact only with 
the spinning species to be separated. 

By utilizing the respective acoustic properties of vari- 
ous species located in a mixture, the present invention 
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permits a species separation on the basis of physical 
properties which have not been previously exploited for 
this purpose. These additional tagging characteristics 
allow one to separate complex mixtures which conven- 
tional methods could not. 5 

Although particular embodiments of the invention 
have been described and illustrated herein, it is recog- 
nized that modifications and variations may readily 
occur to those skilled in the art and consequently it is 
intended that the claims be interpreted to cover such 10 
modifications and equivalents. 

What is claimed as new and desired to be secured by 
Letters Patent of the United States is: 

1. A separator apparatus for separation of a medium 

comprising at least two species, comprising: 15 

a sample container for storing the medium to be sepa- 
rated; and 

means for imparting a first acoustic wave into the 
medium, said wave having a frequency equal to the 
point of resonance of the species to be separated, 20 
whereby the species is moved away from said im- 
parting means and separated from the other spe- 
cies. 

2. The separator apparatus according to claim 1, fur- 
ther comprising: 25 

second means for imparting a second acoustic wave 
into the medium in said sample container in an 
opposite direction to the first acoustic wave to 
brake the other species having an absorption coeffi- 
cient which is nearly equal to that of the species to 30 
be separated, the second acoustic wave having a 
different frequency and amplitude than the first 
acoustic wave. 

3. The separator apparatus according to claim 2, 
wherein said second imparting means comprises an 35 
ultrasonic transducer. 

4. The separator apparatus according to claim 1, 

wherein a wall of said sample container opposite the 
imparting means is acoustically absorbing, thereby pre- 
venting a backward propagating acoustic wave. 40 

5. The separator apparatus according to claim 1, fur- 
ther comprising a settling chamber in fluid communica- 
tion with said sample container; and 

wherein the wall of said sample container opposite 
said imparting means comprises a reflector set at an 45 
angle to a wave propagation direction, thereby 
reflecting said wave into said settling chamber. 

6. The separator apparatus according to claim 1, fur- 
ther comprising a feed source operatively connected to 
said sample container for delivering the medium to the 50 
sample container. 

7. The separator apparatus according to claim 1, fur- 
ther comprising a pump separator for removing sepa- 
rated species individually from said sample container. 

8 . The separator apparatus according to claim 1, fur- 55 
ther comprising means for generating a radio field hav- 
ing a frequency tuned to the mechanical resonance of a 
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species to be separated to sample container, and means 
for applying a crossed magnetic field to the radio field. 

9. The separator apparatus according to claim 1, 
wherein said imparting means comprises an ultrasonic 
transducer. 

10. The separator apparatus according to claim 1, 
wherein said imparting means imparts the acoustic 
wave from a first end of said sample container such that 
the species to be separated is moved to a second oppo- 
sitely located end of said sample container for removal. 

11. A method for separation of a medium comprising 
at least two species, the method comprising the steps of: 

filling a sample container with the medium to be 
separated; 

applying a first acoustic wave at one end of the sam- 
ple container to the medium in said sample con- 
tainer, wherein the acoustic wave has a frequency 
tuned to the point of resonance of a specific species 
to be separated; and 

removing the specific species from an end of said 
sample container opposite from the one end of the 
sample container where the acoustic wave is ap- 
plied. 

12. The separation method according to claim 11, 
further comprising applying a second acoustic wave 
from the opposite end of the container toward the one 
end to brake the other species having an absorption 
coefficient which is nearly equal to that of the species to 
be separated, the second acoustic wave having a differ- 
ent frequency and amplitude than the first acoustic 
wave. 

13. A method of separating at least two species hav- 
ing different mechanical resonances from a medium 
comprising the steps of: 

filling a sample container with the medium; 

applying a radio frequency field to the medium in the 
sample container, an alternating radio frequency 
being equal to the mechanical resonance of the 
species to be separated, whereby the dipolar field 
of the species to be separated is excited; 

cross-coupling a magnetic field with the radio fre- 
quency field to rotate the species to be separated at 
a specific rate of gyration; 

applying an acoustic wave to one end of the sample 
container having a frequency corresponding to the 
specific rate of gyration of the species to be sepa- 
rated, whereby the species to be separated is 
moved toward an opposite end of the sample con- 
tainer; and 

removing the separated species from the opposite end 
of the sample container. 

14. The separating method according to claim 13, 
wherein the frequency of the applied acoustic wave is 
harmonic with the mechanical resonance of the species 
to be separated. 

***** 
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